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HETTINGER BROS. MFG. CO 


SATCHEL AND MEDICINE CASE SUNDRIES 




E-2195 


E-2188 


SUNDRIES 


E-2188 Pocket Scale, Fitch’s, improved.Net $100 

•E-2190 Bottle Pad, with 6 ground stopped 2 oz. bottles. 1.00 

E-2195 Bottle Pad, with 6 ground stopper, screw cap bottles, 1 Vz oz. 1.70 


Section “F” 


Electric Illuminators Faradic Batteries 
Electric Controllers Galvanic Batteries 


Electric Vibrators 
Electrodes 
X Ray Apparatus 


Wall Plates 
Cautery Transformers 
X Ray Tubes 


High Frequency Outfits 
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X-RAY APPARATUS 

EDWARDS NO. 6 “SPECIAL” X-RAY AND HIGH FREQUENCY APPARATUS 

Size: 17x30x57 in. 
(Mounted on easy 
rolling casters.) 

An ideal outfit 
for the general 
practitioner or for 
the physicians spe¬ 
cializing in Elec¬ 
tro - Therapeutics. 
It provides not 
only a powerful X- 
Ray Current but 
also all of the 
High Frequency 
Treatment Cur¬ 
rents and Modali¬ 
ties in correct 
form and full vol¬ 
ume. 

This outfit has 
a separate and dis¬ 
tinct winding for 
each treatment 
current. This not 
only insures same 
being correct, but 
also adds to the 
life of the appara¬ 
tus. 

X-Rays — Suffi¬ 
cient for all ordi¬ 
nary X-ray work. 
Fluoroscopic, Ra- 
fflographic and 
Treatment. Will 
make good X-ray 
picture of bones 
through any part 
of body in short 
exposure, but is 
not recommended 
for gastrointesti¬ 
nal bismuth meal 
work, for which 
the exposure 
should be less than 
one second. 

Pulgur ation— 
Both hot and cold 
fulguration spark 
or current ob- 
t a i n e d. For 
growths in the 
bladder, also 
warts, moles, etc. 

High Frequency 
—Delivers all the 
High Frequency 
currents, including 
Auto-Condensation 
and Diatherma in 
correct form and 
full volume re¬ 
quired for heaviest 
dosage, as per 
latest technique. 

Auto-Condensation—The value of Auto-Condensation for the reduction of high 
blood pressure and in the treatment of diabetes, myocarditis, etc., is well known. 

Diatherma—By means of this remarkable current, heat and hyperemia are pro¬ 
duced at will in a localized area of any internal tissues desired without overheating 
the skin. 

It is used with highly satisfactory results in urethritis, acute and subacute arthri¬ 
tis, synovitis, neuritis, neuralgia, pancreatitis and other conditions where heat and 
hyperemia are indicated, not only to relieve pain, but to promote restoration to a 
healthy condtion. 

Five Year Guarantee 

Price—-For 110-volt, alternating current. Standard dark golden, quarter-sawed, 
oak finish. All necessary attachments and connecting cords, self-winding 
X-ray connecting reels, set of diatherma electrodes, one surface vacuum 

electrode and handle included.$285.00 

Same outfit for 110- or 220-volt direct current. 3S5.00 

Mahogany, white enamel or any special finish, $15.00 extra. 
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HETTINGER BROS. MFG. CO 


X-RAY APPARATUS 



EDWARDS No. 4 
“SPECIAL” 
PORTABLE 
X-RAY AND 
HIGH FRE¬ 
QUENCY COIL 

This is the most 
powerful portable 
X-Ray Outfit made. 
Has double Tesla 
coils and an 8- 
inch spark length, 
which permits the 
use of a high vac¬ 
uum X-ray tube, 
with sufficient pen¬ 
etration for skia- 
graphing the heav¬ 
iest adult pelvis. 

This coil, with 
a n intensifying 
screen, will make 
a splendid ski¬ 
agraph of the hip, 
180 lb. adult, 18 in. 
in 15 seconds. 

Also delivers 
Diathermy, Figu¬ 
ration and all other 
High Frequency 
currents (except¬ 
ing Auto-Conden¬ 
sation) in correct 
form and full vol¬ 
ume for every re¬ 
quirement. Auto- 
Condensation is ob¬ 
tainable by attach¬ 
ing our Auto-Con- 
densation Trans¬ 
former. 

Price—For 110- 
volt, alternating 
current. In stand¬ 
ard dark golden, 
quarter-sawed oak 
finish. All neces¬ 
sary attachment 
and connecting 
cords, web strap, 
self-winding X-ray 
connecting reels, 
set of diatherma 
electrodes, one sur¬ 
face vacuum elec¬ 
trode and handle 
included ...$185.00 
Price of cabinet 
for No. 4 Special. . 
.$30.00 


View of machine on cabinet to match. Ploor space, 
17x30 inches. Height, 54 inches. Size machine, without cabi¬ 
net lid closed, 28x14x10 inches. Weight of machine, 95 lbs. 


EDWARDS AUTO-CONDENSATION 
TRANSFORMER 

To be used in connection with No. 4 “Spe¬ 
cial’* Coil for obtaining Auto-Condensation 
Current in full volume. Also has special wind¬ 
ing for Diatherma. 


Price, without milliamperemeter.$30.00 

Price with milliamperemeter. 60.00 
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X-RAY APPARATUS 



EDWARDS AUTO-CON¬ 
DENSATION PAD 

May be used on table, 
couch or chair. 

This pad is insulated 
with large sheets of 
MICA, which is puncture 
proof and is not affected 
by moisture. (Fibre In¬ 
sulated pads absorb 
moisture from the air 
and from perspiration, 
thus losing the dielectric 
properties and defeating 
the purpose of the treat¬ 
ment.) 

This pad is strong and 
well made, covered with 
black waterproof leath¬ 
erette. Total length, 44 
inches; width, 18 inches; 
one inch thick. 

Price .$20.00 


HOT WIRE HIGH FREQUENCY MILLIAMPERE- 
METER 

For Auto-Condensation Treatment it is advisable to 
measure accurately the amount of current used. The 
hot wire meter is the only instrument by which high 
frequency current can be measured. 

This instrument is made so the indicator needle 
can be adjusted to zero. Finished in black and nickel. 

Price .$30.00 




~U WARDS! 


EDWARDS JUNIOR 
PORTABLE COII. 

Size, 11x8x7 in.; weight 10 
lbs. 

The leader of all small 
High Frequency Violet Ray 
Machines. 

Operates on both Alter¬ 
nating and Direct Current. 

Quarter-sawed oak, piano 
finish. 

Neat and attractive in de¬ 
sign. Does not have the ap¬ 
pearance of a cheap faradic 
battery such as other low 
priced High Frequency out¬ 
fits. 

Not a toy, but a practical 
outfit in use by hundreds of 
physicians. 

Delivers full volume cur¬ 
rent, largest size vacuum 
electrodes, fulguration 
spark, etc. 

Price, complete, as shown.. 

.$25.00 















